Stretched platinum coil during cerebral aneurysm embolization after direct carotid puncture: two case reports.
We describe two cases of coil unraveling that occurred during cerebral aneurysm embolization after direct carotid puncture. The unraveled coil was stretched and buried in the subcutaneous part of the neck. No immediate or long-term complication was observed.